Following the detection of SVA in pigs in Canada in 2007, 9 there was an urgent need to develop a simple, scalable serologic assay for SVA. As a result, SVA-specific monoclonal antibodies (mAbs) were produced and characterized, with the goal of developing a competitive enzyme-linked immunosorbent assay (cELISA) and/or immunohistochemistry for SVA detection. 15 A cELISA was successfully developed using the best of the produced mAbs, and it proved potentially useful for detection of SVA antibodies in pigs and other animals. 15 However, the assay was not fully validated because of limited numbers of negative, and especially positive, sera. Thus, the objective of our study was to fully validate the previously developed cELISA, as well as develop and validate a virus neutralization test (VNT) as a confirmatory test for SVA antibody detection. Furthermore, the cELISA and VNT were compared with an immunofluorescent antibody test (IFAT) previously validated at the Veterinary Diagnostic Laboratory, University of Minnesota (VDL-UMN; St. Paul, Minnesota; https://goo.gl/rbzIkn). For 683214V DIXXX10.1177/1040638716683214Validated serologic assays for Senecavirus AGoolia et al.
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National Centre for Foreign Animal Disease, Canadian Food Inspection Agency, Winnipeg, Manitoba, Canada (Goolia, Yang, Babiuk, Nfon); and Veterinary Diagnostic Laboratory, College of Veterinary Medicine, University of Minnesota, St. Paul, MN (Vannucci, Patnayak) our study, SVA and antigen were produced as described previously. 10, 13, 15 SVA-negative sera were obtained from a variety of sources. Sera from specific pathogen-free (SPF) pigs were obtained from the Ontario Laboratory Fallowfield, Canada (n = 44) and ANSES, Ploufragan laboratory, Ploufragan, France (n = 61). Sera were also obtained from farms in Canada with no history of clinical signs of vesicular disease (n = 909). Serial bleeds and positive sera (n = 37) were obtained from experimentally infected pigs. 15 Positive sera, with VNT titers >2,880 (n = 4) as determined by a method described previously, 15 were also obtained from a farm in Canada where cases of IVD linked to SVA had been confirmed by isolation and characterization of the virus in 2015. Additional sera, characterized as positive for antibodies to SVA by IFAT (n = 232), were provided by the VDL-UMN. These samples were collected from SVA-affected animals at 6 times post-peak of the clinical signs (days 7, 10, 25, 40, 60, and 180) during outbreaks in 2015 in 2 sow farms in the United States.
Tests for analytical specificity were performed with sera from pigs experimentally inoculated with vesicular disease viruses including FMDV, SVDV, and vesicular stomatitis virus (VSV).
The presence of SVA neutralizing antibodies in sera was determined using swine testis (ST) cells. a The stock virus was first passaged twice in ST cells to adapt SVA to this cell line. The ST cell-adapted virus was further grown in ST cells to generate stock virus for VNT. The VNT was then performed as described previously 15 using negative and positive pig sera.
The cELISA was performed using the same mAb and procedure as described previously. 15 However, the results were expressed as percent inhibition (PI) relative to the diluent control using the following formula: PI = [(diluent control OD -test sample OD)/(diluent control OD -positive reference serum OD)] × 100%, where OD indicates the optical density.
For IFAT, monolayers of human lung cancer NCI-H1299 cells a were cultivated and inoculated with a SVA strain isolated in 2015 from a U.S. outbreak. Infected cells were washed with phosphate-buffered saline (PBS) and fixed in cold acetone for 30 min at 4°C. Fixed cells were incubated with 2-fold dilutions of serum from 1:40 to 1:320 at 27°C for 1 h. The plates were washed 3 times with PBS. Fluoresceinlabeled goat anti-pig immunoglobulin G (IgG) b was diluted 1:50 in PBS, added into the wells, and incubated at 37°C for 1 h. The cells were observed under fluorescence microscopy. A positive signal at a sample dilution of 1:40 or higher was considered to be positive.
Data were analyzed, and graphs were generated using commercial software. c The diagnostic sensitivity and specificity for each data point was evaluated by the receiver operating characteristic (ROC) curve analysis at a 95% confidence interval. Cohen kappa coefficients were calculated to evaluate inter-rater agreement among VNT, cELISA, and IFAT.
A total of 1,014 negative sera and 273 positive sera were tested for neutralizing antibodies to SVA by VNT (Fig. 1A) .
The cutoff was set at VNT titer ≥64 for a sample to be considered positive for neutralizing antibodies to SVA, and the diagnostic specificity and sensitivity were 99.6% (99.0-99.9%) and 98.2% (95.8-99.4%), respectively.
All of the sera from FMDV-, SVDV-, and VSV-infected pigs were negative for neutralizing antibodies to SVA by VNT (data not shown), indicating 100% analytical specificity. Positive antibody detection started at 4 d postinfection (dpi) in 1 pig and 5 dpi in 3 pigs (Fig. 1B) .
The same negative and positive sera used for VNT were tested for antibodies to SVA by the cELISA (Fig. 2A) . Following ROC analysis, to maintain a high diagnostic specificity without affecting the diagnostic sensitivity, the cutoff of PI ≥60% was selected for a sample to be considered positive. The diagnostic specificity and sensitivity were 98.2% (97.2-98.9%) and 96.9% (94.5-98.4%), respectively.
Similar to VNT results, all of the sera from FMDV-, SVDV-, and VSV-infected pigs were negative by the SVA cELISA (data not shown), indicating 100% analytical specificity. Positive antibody detection started at 5 dpi in 2 pigs and 6 dpi in 2 pigs (Fig. 2B) . Time of first positive detection was identical between cELISA and VNT in 2 pigs and a day earlier for VNT in 2 pigs. The cELISA, IFAT, and VNT were compared over time during an outbreak in 2 sow farms. Sera collected for routine screening 120 d before the peak of the clinical signs were used as negative controls. Sera from affected animals were collected and tested at 6 times post-peak of the clinical signs (days 7, 10, 25, 40, 60, and 180; Fig. 3 ). Comparison based on kappa coefficient showed strong agreement among all 3 serologic assays (Table 1 ). Humoral immune response was consistent 7-60 d after the peak of clinical signs. Increased variation and subsequent decline of antibody titers were observed on day 180. However, the majority of the animals still showed positive titers by IFAT (47 of 60; 78%), cELISA (48 of 60; 80%), and VNT (51 of 60; 85%).
The SVA cELISA developed previously 15 has been further validated using 1,014 negative and 273 positive sera. The cutoff for the validated cELISA is higher than reported previously, perhaps as the result of the increased size and variety of samples. Additionally, the PI has been calculated based on the diluent control as opposed to a standard negative control serum that has the potential for nonspecific inhibition. 15 Although the cutoff is currently at 60%, PI between 50 and 59 should be considered suspicious and the cELISA repeated or the sample tested by VNT. A recombinant VP1 antigenbased IgG ELISA has also been successfully developed for the detection of IgG response to SVA in pigs, with sensitivity and specificity of 93% and 99%, respectively. 3 However, the cELISA described herein has a higher sensitivity (96.9%). Furthermore, the capability of the cELISA to detect antibodies from different species can be exploited considering that antibodies to SVA have been detected in cattle, wild mice, and humans receiving SVA as anticancer treatment. 2 Previous reports used NCI-H1299 cells for VNT, 15 though other cells, including ST and SK-RST, support the growth of the virus, albeit to lower titers. 10, 15 However, in preliminary tests, cytopathic effect was more visible in ST cells compared to NCI-H1299 cells. Consequently, ST cells may be a better substrate for SVA VNT. With 1,014 negative and 273 positive sera and a cutoff VNT titer of 64, the diagnostic specificity of 99.6% and diagnostic sensitivity of 98.2% make this an excellent confirmatory test for serologic detection and confirmation of antibody response to SVA. An IFAT with sensitivity of 90% and specificity of 100% is currently in use at VDL-UMN (https://goo.gl/rbzIkn). The strong agreement among IFAT, cELISA, and VNT results supports the use of each test as a detection tool for SVA. However, the cELISA has advantages over the other tests in that it is quicker, simpler, and cheaper to perform, and does not rely on microscopy, allowing greater scale-up of testing and thus can be used for routine screening of herds.
